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Introduction 
 
Congratulations on your purchase, and 
thank you for your confidence in us. To 
achieve the best result and ensure a long life 
of reliable operation of the lice comb, we 
recommend that you carefully read through 
the following instructions on using and 
caring for the product. 
 
Intended Purpose 
 
The electronic lice comb is mainly used for 
children or adults infected with head bugs, 
adults can operate it by themselves, children 
are assisted by others, and it is expected to 
achieve the effect of removing head bugs 
and eggs for several consecutive days, and 
solve the problem of head bug infection. 
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General Description 
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Warnings & Cautions 
 
1. The electronic lice comb is specifically 

designed for use on head hair and the 
scalp. It is not suitable for treating body 
or genital lice, as these require different 
treatments. 

2. The device should not be used on pets. 
Human head lice are different from those 
that affect animals, and treating pets with 
this product is not appropriate. 

3. When the device is powered on, avoid 
holding the metal combs with your fingers 
to prevent any risk of electric shock. 

4. The electronic lice comb is not waterproof. 
It should not be immersed in any liquid to 
prevent damage. 

5. Never place the device in the mouth or 
use it on any other body parts besides 
head hair. 

6. Individuals with epileptic conditions or 
heart failure should not operate or use 
this device. 

7. The electronic lice comb may interfere 
with the operation of electronic health 
devices, so caution is advised. 

8. Some users may experience slight tingling 
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sensations, which could be attributed to 
perspiration. It's emphasized that there is 
no risk of electric shock. 

9. Adults should be the ones to operate and 
apply the lice comb on children; it should 
not be used by children without adult 
supervision. 

10. Avoid dropping the electronic lice comb 
and prevent other heavy impacts to 
ensure its proper functioning. 

11. The device may not operate effectively 
on excessively oily hair. 
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Battery Installation 
The device is equipped with 1 AAA battery 
for operation. Replace the battery when the 
amber light flickers or if the device fails to 
turn on. Follow these steps for battery 
replacement: 

1. Remove the battery cover. 
2. Carefully replace the battery, ensuring 

correct polarity. 
3. Securely replace the battery cover. 

 
NOTE: 
•Extended Non-Use: If the device will not 
be used for an extended period, it is 
recommended to remove the batteries. 
•Proper Disposal: Dispose of batteries 
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responsibly, away from small children and 
heat. 
•Environmental Guidelines: Follow local 
environmental and institutional policies for 
battery disposal. 
•Avoid Rechargeable Batteries: Do not use 
rechargeable batteries with this device. 
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Operating the Lice Comb: 
1. This device features a 3-position power 

switch: 
OFF - slide all the way back, away from 
the comb teeth. 
ON - slide one click forward; green LED 
power light illuminates. 
ON with SPOTLIGHT - Slide forward 
towards the comb teeth; the green 
power light illuminates, and a bright 
LED spotlight activates. 

2. Hold the lice comb at a 45-degree angle 
(with the ON button facing up towards 
the user) and begin combing with the 
teeth near the hair roots. The 
SPOTLIGHT and Magnifier can assist in 
identifying lice in low-light settings or 
on individuals with dark hair. 

3. When the comb captures and 
eliminates a louse, the amber Louse 
Detection Alert light will illuminate. 

4. Pause combing the hair and remove the 
louse from the comb teeth. Utilize the 
brush located on the underside of the 
device to clean the teeth. 
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5. Once the louse is cleared, the light will 
turn off, indicating that the comb is 
ready for use again. 
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Cleaning and Storage 

Cleaning Instruction:  
1. The metal teeth can be cleaned using the 

mini brush integrated into the lice comb 
cover. 

2. For a more thorough cleaning, wipe the 
teeth and outer body of the device gently 
with a cloth dampened with rubbing 75% 
alcohol. 

3. After cleaning, allow the device to dry 
completely before using or storing it. 
 

Important Note: 
NEVER immerse the device in water. 
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Storage Warning:  
1. Use the included cover to protect the 

device. 
2. Store the unit in a secure, dry, and 

dust-free place when not in use. 
3. Avoid exposing the device to extreme 

temperatures. 
4. Do not attempt to disassemble the unit. 
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Troubleshooting 
 

PROBLEM POSSIBLE 
CAUSE 

POSSIBLE 
SOLUTION 

Amber 
LED stays 
on 

Dirt is caught 
between metal 
teeth 

Clean the 
comb/metal 
teeth 

Amber 
LED 
flickers 

Low Battery Replace the 
battery 

Louse 
caught but 
Amber 
LED is not 
on 

Dirt/lice on comb Clean the comb 

Lice is too small 
or off the comb 

Lice is 
destroyed, 
continue 
operation 
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Product Specifications 
 
Model LC10 
Consumption 0.1W 

Operating 
environment 

10 oC~40 oC / 50oF~104oF 
with relative humidity 
25%~80% 

Storage 
environment 

-25 oC~55 oC / -13oF~131oF 
with relative humidity 
25%~95% 

Battery: 1 × 1.5V AAA(LR03) 

Weight(g) Around 40g (exclude 
battery) 

Dimensions 87 x 60 x 37mm(LxWxH) 
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EMC Tables 
 
LC10 is intended for use in the electromagnetic environment 
specified below. The customer or the user of LC10 must 
make sure that it is used in such an environment. 
Guidance and manufacturer’s declaration - Electromagnetic 
emissions 

Phenomenon 
Professional 

healthcare facility 
environment a) 

HOME 
HEALTHCARE 

ENVIRONMENT 
a) 

Conducted and 
radiated RF 
MISSIONS 

CISPR 11  
Group 1 Class A 
(Not BLE Function) 
Group 2 Class A 
(With BLE Function) 

CISPR 11  
Group 1 Class B 
(Not BLE 
Function) 
Group 2 Class B 
(With BLE 
Function) 

Harmonic distortion Not applicable 
(Note: Power by Battery or DC Input) 
Only the AC input needs to be tested 

Voltage fluctuations 
and flickering 

Not applicable 
(Note: Power by Battery or DC Input) 
Only the AC input needs to be tested 

a) The equipment is suitable for use in Home Health 
Environments and Professional Health Care Environments 
limited to patient rooms and respiratory treatment facilities 
in hospital or clinics. The more restrictive acceptance limits 
of Group 1 Class B (CISPR 11) have been considered and 
applied. The equipment is suitable for use in the mentioned 
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environments when directly connected to the Public Mains 
Network. 
b) The test is not applicable in this environment unless the 
ME EQUIPMENT and ME SYSTEM used will be connected to 
the PUBLIC MAINS NETWORK and the power input is 
otherwise within the scope of the Basic EMC standard. 
Guidance and manufacturer’s declaration - Electromagnetic 
immunity - Enclosure port 
Phenomenon Basic EMC 

standard 
or test 
method 

Immunity test levels 
Professional 
healthcare 
facility 
environment 

HOME 
HEALTHCARE 
ENVIRONMENT 

ELECTROSTATIC 
DISCHARGE 

IEC 
61000-4-2 

± 8kV contact 
± 2 kV, ±4kV ±, ±8 kV, ±15 kV 
air 

Radiated RF EM 
fields 

IEC 
61000-4-3 

a) 10 V/m b) 
80MHz - 2.7 GHz 
80% AM at 1kHz 

Proximity fields 
from RF wireless 
communications 
equipment 

IEC 
61000-4-3 

COMPLIANT 
NOTE: Further information 
about distances to be 
maintained between portable 
and mobile RF communications 
equipment (transmitters) and 
the LC10 can be requested 
from supplier using the contact 
information provided in this 
manual. However, it is 
advisable to keep at least, 0.5 
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m from mobile phones or 
other RF communications 
transmitters to minimise 
possible interference. 

RATED power 
frequency 
magnetic fields. 

IEC 
61000-4-8 

30 A/m c) 
50 Hz or 60 Hz 

a) The equipment is suitable for use in Home Health 
Environments and Professional Health Care Environments 
limited to patient rooms and respiratory treatment facilities 
in hospital or clinics. The more restrictive IMMUNITY 
acceptance limits have been considered and applied. 
b) Before modulation is applied. 
c) This test level assumes a minimum distance of at least 15 
cm between the ME EQUIPMENT or ME SYSTEM and 
sources of power frequency magnetic fields. 
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Explanation of Symbols 
Symbol Definition 

 

This denotes the 
compliance of Regulation 
(EU) 2017/745. 

 
Medical Device 

 Manufacturer 

 

Authorized representative 
in the European Community 

 

Date of manufacture 
(YYYY-MM-DD or 
YYYY-MM) 

 

Batch code 
(YYMMWWWW) 

 

Serial number 
(YYMWWWXXXXX) 

 
Keep dry 

 
Temperature limit 

 
Humidity limitation 

 

Atmospheric pressure 
limitation 
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Caution 

 

Consult the instruction for 
use 

 

Disposal information: 
Should you wish to dispose 
of the article, do so in 
accordance with current 
regulations. Details are 
available from your local 
authority. WEEE 
2012/19/EU Directives 

RoHS  
This product fulfilling the 
requirements of the RoHS 
Directive 2011/65/EU. 

REACH  

This product fulfilling the 
requirements of the REACH 
Directive EC 1907/2006 
and its amendments, do not 
contain Substances of Very 
High Concern in 
concentration above the 
limit of 0.1 %. No 
substance(s) is/are present 
in the parts of the product 
above the concentration of 
0.1 % weight by weight. 

 
Importer 
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Distributor 

 
Model Number 

 
Country of Manufacturer 

 Unique Device Identifier 

 
Keep away from sunlight 
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